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NATIONAL FOREWORD 

This Indian Standard which is identical with ISO 3966:1977 'Measurement of fluid flow in closed 
conduits — Velocity area method using Pitot static tubes' issued by the International Organization for 
Standardization (ISO) was adopted by the Bureau of Indian Standards on the recommendations of the 
Fluid Flow Measurement Sectional Committee (WRD 01) and approval of the Water Resources 
Division Council. 

In the adopted standard, certain conventions are, however, not identical to those used in Indian 
Standards. Attention is especially drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

REFERENCES TO ERRORS AND CLARIFICATIONS IN TEXT 

The Technical Committee while adopting the text of this International Standard identified certain 
textual error to the following clause and felt necessary to correct this in the Indian context: 

Clause Correction 

Reference 

1, 3 rd para The value of ± 2% may be read as ± 3%. This change in claim of accuracy has 
been made to account for the displacement effect. 
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Indian Standard 



MEASUREMENT OF FLUID FLOW IN CLOSED 

CONDUITS — VELOCITY AREA METHOD USING 

PITOT STATIC TUBES 



1 SCOPE AND FIELD OF APPLICATION 

This International Standard specifies a method for the 
determination in a closed conduit of the volume rate of 
flow of a regular flow (see 5.1) : 

— of a fluid of substantially constant density or 
corresponding to a Mach number not exceeding 0,25; 

— with substantially uniform stagnation temperature 
across the measuring cross-section; 

— running full in the conduit; 

— under steady flow conditions. 

In particular it deals with the technology and maintenance 
of Pitot static tubes, with the calculation of local velocities 
from measured differential pressures and with the 
computation of the flow rate by velocity integration. 

The method of measurement and the requirements defined 
in this International Standard aim at reaching, at the 95 % 
confidence level, an uncertainty on flow rate not greater 
than ± 2 %. To attain this result it may be necessary, 
according to measurement conditions, to take into account 
the corrections given in clause 11. If any of the 
requirements of this International Standard are not 
fulfilled, ^his method may still be applied in special cases 
but the uncertainty on flow rate will be larger. 



2 SYMBOLS AND DEFINITIONS 
2.1 Symbols 
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Symbol 


Quantity 


Dimensions 


sponding 
SI unit 
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Cross-sectional area of the 
conduit 
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m2 


a, a' 


Distance of the extreme 
measuring point to the nearest 
wall 


L 
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Pipe diameter 
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Head diameter 
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Stem diameter 
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U 



X 

V 



Quantity 



4P 



(1-e) 



Dimensions 



Rectangular conduit height 

Height of a particular point 
above the bottom 

Blockage coefficient of a 
cylindrical stem 

Coefficient depending of the 
nose shape 

Coefficient of turbulence 
correction 

Rectangular conduit width 

Distance from a particular 
point to the side-wall 

Molar mass of fluid 

Roughness coefficient 

Mach number 

Absolute static pressure of 
the fluid 

Volume flow rate 
Molar constant of gas 
Pipe radius 

Measuring circle radius 
Reynolds number 

Frontal projected area of the 
stem inside the conduit 

Absolute temperature 

Discharge velocity 

Mean velocity along a 
circumference or a measure- 
ment line 

Local velocity of the fluid 

Pipe dimension 

Distance of a measuring point 
to the wall 

Gas law deviation factor 

Calibration factor of the Pitot 
tube 

Ratio of the specific heat 
capacities 

Differential pressure measured 
by the Pitot tube 

Expansibility factor 

Compressibility correction 
factor 
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Corre- 


Symbol 


Quantity 


Dimensions 


sponding 
SI unit 


X. 


Universal coefficient for head 
loss 


- 


— 


M 


Dynamic viscosity of the fluid 


ML- 1 !- 1 


Pas 


V 


Kinematic viscosity of the fluid 


L 2 T -1 


m2/s 


i 


Head loss 


ML^T" 2 


Pa 


p 


Density of the fluid 


ML- 3 


kg/m3 


t> 


Pitot tube inclination 


- 


- 



2.2 Definitions 

The definitions in the following sub-clauses are given only 
for terms used with a special meaning or for terms the 
meaning of which might be usefully recalled. 

2.2.1 Pitot static tube : A tubular device consisting of a 
cylindrical head attached perpendicularly to a stem 
allowing measurement of a differential pressure from which 
the flow rate of the fluid in which it is inserted can be 
determined. It is provided with static pressure tapping 
holes '(drilled all around the circumference of the head at 
one or more cross-sections) and with a total pressure hole 
(facing the flow direction at the tip of the axially 
symmetrical nose of the head). 

NOTE — Throughout this International Standard the expression 
"Pitot tube" is used without amplification to designate a "Pitot 
static tube" since no confusion is possible. 

2.2.2 static pressure tapping : A group of holes for the 
measurement of fluid static pressure. 

2.2.3 total pressure tapping : A hole for the measurement 
of fluid stagnation pressure (the pressure produced by 
bringing the fluid to rest without change in entropy). 



2.2.4 differential pressure : The difference between the 
pressures at the total and static pressure taps. 



2.2.5 stationary rake : A set of Pitot tubes, mounted on 
one or several fixed supports, which explore the whole 
diameter or measuring section simultaneously. 



2.2JB relative velocity : The ratio of the flow velocity at 
the considered point to a reference velocity measured at the 
same time and being either the velocity at a particular point 
(for example, the centre of a circular conduit) or the 
discharge velocity in the measuring section. 



2.2.9 straight length : A conduit section the axis of which 
is rectilinear and the surface and cross-section of which are 
constant. 



NOTE — The shape of this section is usually circular, but it may be 
rectangular or annular. 



2.2.10 irregularity : Any element or configuration of a 
conduit which makes it different from a straight length. 

NOTE — For the purpose of this International Standard, those 
irregularities which create the most significant disturbances are 
bends, valves, gates and sudden widening of the section. 



3 PRINCIPLE 



3.1 General principle 

The principle of the method consists of : 

a) measuring the dimensions of the measuring section, 
which must be normal to the conduit axis; this 
measurement is necessary for defining the area of the 
cross-section (see 3.2); 

b) defining the position of the measuring points in the 
cross-section, the number of measuring points having to 
be sufficient to permit adequate determination of the 
velocity profile; 

c) measuring the differential pressure existing between 
the total and static pressures of the Pitot tube placed at 
these measuring points (see 3.3) and determining the 
density of the fluid in the test conditions; 

d) determining the local velocity of the flow, from 
given formulae, on the basis of previous measurements 
(see clause 7); 



2.2.6 peripheral flow rate : The volume flow rate in the 
area located between the pipe wall and the contour defined 
by the velocity measuring points which are the closest to 
the wall. 



e) determining the discharge velocity from these values; 

f) calculating the volume rate of flow equal to the 
product of the cross-sectional area and the discharge 
velocity. 



2.2.7 discharge velocity : The ratio of the volume rate of 
flow (integral of the axial component of local velocities 
with respect to the cross-sectional area) to the area of the 
measuring cross-section. 



Errors in the techniques described in a) to f) contribute to 
the error in the flow rate measurement; other sources of 
error (such as the shape of the velocity distribution and the 
number of measuring points) are discussed in clause 12. 
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This International Standard presents three types of 
methods for determining the discharge velocity : 

Graphical integration of the velocity area 
{see clause 8) 

This method consists in plotting the velocity profile on a 
graph and evaluating the area under the curve which is 
bounded by the measuring points closest to the wall. To 
the value thus obtained is added a calculated term which 
allows for the flow in the peripheral zone (the area 
between the wall and the curve through the measuring 
positions closest to the wall) on the assumption that the 
velocity profile in this zone satisfies a power law. 

For this method the measuring points may be located at 
whichever positions are required in order to obtain a 
satisfactory knowledge of the velocity profile. 

Numerical integration of the velocity area 
(see clause 9) 

The difference between this method and the previous 
one lies in the fact that the graphical velocity profile is 
replaced by an algebraic curve and the integration is 
carried out analytically. 

Arithmetical methods (see clause 10) 

The arithmetical methods assume that the velocity 
distribution follows a particular law and the mean 
velocity in the conduit is then given by a linear 
combination of the individual velocities measured at the 
locations specified by the method. 

For the arithmetical methods described in clause 10, the 
assumption is made that in the peripheral zone the 
velocity distribution follows a logarithmic law as a 
function of the distance from the wall. 



3.2 Measurement of th« measuring cross-section 



3.2.1 Circular cross-sections 

The mean diameter of the conduit is taken as equal to the 
arithmetical mean of measurements carried out on at least 
four diameters (including the traverse diameters) at 
approximately equal angles to each other in the measuring 
section. Should the difference between the lengths of two 
consecutive diameters be greater than 0,5 %, the number of 
measured diameters shall be doubled. 



3.2.2 Rectangular cross-sections 

The conduit width and height shall both be measured at 
least on each straight line (at least four) passing through the 
measuring points. Should the difference between the widths 
(or heights) corresponding to two successive measuring lines 
be greater than 1 %, the number of measured widths (or 
heights) shall be doubled. 



3.3 Measurement of local velocities 



3.3.1 Method of exploring traverse section 

It is sometimes proposed that several Pitot tubes be 
mounted on a stationary rake in order to explore 
simultaneously the whole measuring cross-section. 
However, the experimental data at present available are 
insufficient to allow the design of certain details (such as 
shape of head and of stem) which would ensure that 
measurements by a rake would achieve the accuracy 
required by this International Standard. 

Therefore, this International Standard deals only with 
velocity area methods using a single Pitot tube placed 
successively at each measuring point. 



3.3.2 Reference measuremen t 

Reference measurements shall be made in order to check 
the steadiness of flow and to correct individual velocity 
measurements for slight changes in flow rate during 
traversing; any reference measuring device inserted in the 
conduit shall be placed in such a way that there is no 
interaction with the traversing Pitot tube. The reference 
measurement shall be made as far as possible 
simultaneously with each velocity measurement. 

However, if only one measuring device is available, the 
steadiness of the flow shall be checked by repeating 
measurements at the reference point after each local 
velocity measurement. 

It is essential that the shape of the velocity profile in the 
measuring cross-section remains stable and is not affected 
by possible variations of the flow rate whilst measurements 
are being taken. 

When the curve of reference velocity variation v r has been 
plotted against time, this curve is used to relate all traverse 
measurements to the same reference flow rate q 
(preferably that which corresponds to the mean of velocity 
measurements at the fixed point). For comparatively small 
changes of the reference velocity, the velocity Vj t measured 
at any point / at time f can be transposed by multiplication 
by the ratio of velocity v, at the reference point 
corresponding to flow rate q at velocity v r t at this 
reference point at time t : 



"/,o = Vf.t * • 



NOTE — Where the reference measurement is a quantity directly 
proportional to the flow rate (for instance, the rotational speed of a 
shaft driving a fan or a pump), this measurement can be substituted 
directly for v to and v rt in the above equation. Where the reference 
reading is in the form of a pressure difference (for instance across a 
fixed feature of the flow circuit, or the differential pressure of a 
reference Pitot tube), the square root of each reference reading can 
be substituted for i/ ro and v t t in the above equation. 
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However, it must be noted that velocity profile fluctuations 
may occur without creating flow rate fluctuations. In such 
a case the use of reference point velocity may lead to errors 
and it is preferable to check steadiness of flow by means of 
any pressure difference device (standardized pressure 
difference flow meter, piezometric control on a convergent, 
bend, spiral casing, peculiar pressure loss, etc.), even if it is 
not calibrated, provided that its reliability and adequate 
sensitivity have been ascertained. In this case the above- 
mentioned proportional correction will relate to the dif- 
ferential pressure and not to the velocity. 



3.3.3 Checking of velocity distribution 

It is recommended that the regularity of the velocity dis- 
tribution be checked either by plotting or by other means, 
regardless of whether or not the plotting is necessary for 
calculating the discharge velocity. 

In the same way, when several measurements are made on 
the same cross-section at different flow rates it is 
recommended that the velocity profiles be plotted in a non- 
dimensional manner (i.e. by using the relative velocities; 
see 2.8) to check their consistency with each other and 
hence to ensure that there are no abnormal features at 
particular flow rates (thus, the profiles shall not change 
erratically as the flow rate varies over a wide range of 
Reynolds numbers). 

It may also be useful to plot the velocity distribution curves 
as indicated above in order to detect any error in the 
measurement of a local velocity. The doubtful measure- 
ment shall be repeated whenever possible; when this cannot 
be done, it shall be ignored and the velocity profile drawn 
on the basis of the previously obtained profiles provided 
there are independent reasons for believing the doubtful 
measurement is false. 



3.4 Location and number of measuring points in the 
cross-section 



Sub-clauses 3.4.2 and 3.4.3 prescribe a minimum number 
of measuring points applying in particular to small 
dimension conduits. As it is necessary to define the velocity 
profile as accurately as possible, the number of measuring 
points can be advantageously increased provided that this is 
allowed by the operating conditions and steadiness of the 
flow. 

When a single Pitot tube is traversed across the duct, the 
distance between a reference point (from which each 
position is measured) and the wall of the duct must first be 
obtained. This may introduce a relatively large systematic 
error in all position measurements. In such instances it is 
recommended that complete diameters be traversed (rather 
than opposite radii on each diameter) since the systemetic 
error will then tend to cancel out on the two halves of the 
traverse. 



3.4.2 Circular cross-sections 

The measuring points shall be located at every point of 
intersection between a prescribed number of circles 
concentric with the pipe axis and at least two mutually 
perpendicular diameters. 

The measurements shall be carried out in at least three 
points per radius, so that there is a minimum of twelve 
points in the cross-section. An additional measuring point 
at the centre of the conduit is desirable to check the shape 
of the velocity profile and is necessary for the calculation 
of the stem blockage correction, where applicable 
(see 11.1.2). 



3.4.3 Rectangular cross-sections 

The minimum number of measuring points shall be 25. 
Unless a special layout of measuring points is required 
for the use of an arithmetical method, their position shall 
be defined by the intersections of at least five straight lines 
running parallel to each wall of the conduit. 



3 .4 . 1 General requiremen ts 

The rules to be followed for locating the measuring points 
differ according to the methods of determination of the 
discbarge velocity as specified in this International 
Standard. These rules are given in clauses 8, 9 and 10 
respectively. 

Whatever method is used, the distance between the axis of 
the head of the Pitot tube and the wall shall not be less 
than the head diameter d. 

The location of the Pitot tube shall be calculated from the 
actual dimension of the conduit along each traverse line 
(rather than from the mean dimension) and shall be 
measured to : 

± 0,005 X, where X is the dimension of the duct parallel 
to the measurement of Pitot tube position, or 

± 0,05 y, where y is the distance of the Pitot tube from 
the nearest wall, whichever is the smaller. 



4 DESIGN OF PITOT TUBES 



4.1 General description 

The use of one of the types of Pitot tube described in 
annex A, ^ll of which fulfil the requirements of 4.2, is 
recommended; this avoids the necessity of making several 
corrections to the measurements. The use of any other 
Pitot tube which fulfils the requirements of 4.2 is permitted 
provided that its calibration is known. 

The Pitot static tubes dealt with in this International 
Standard consist of a cylindrical head attached 
perpendicularly to a stem which usually passes through the 
wall of a conduit. The length of the head is generally 
between 15 and 25 times the head diameter. 
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At one or two cross-sections along the head, static-pressure 
holes are drilled around the circumference, so that, in the 
absence of leakage, the registered pressure is transferred 
through the head and stem to a point outside the conduit. 

A smaller tube, concentric with the head and stem, 
transfers the total pressure, registered by a hole facing the 
flow direction at the tip of an axially symmetrical nose 
integral with the head, to a point outside the conduit, 

An alignment arm, fitted to the end of the stem, facilitates 
alignment of the head when this is obscured by the conduit 

wall. 



4.2 Criteria to be fulfilled by the Pitot tube 

The nose (including the total pressure hole) shall be 
designed in such a way as to comply with the following 

requirements : 

a) The response of the differential pressure to 
inclination of the head relative to the flow shall meet 
one of the following two conditions according to the 
circumstances (in both cases it is necessary to know the 
response curve of the Pitot tube) : 

1) if precise alignment of the Pitot tube with the 
conduit axis is not possible but there is no swirl, the 
differential pressure should be as independent as 
possible of the yaw of the head in uniform flow 1 '; 

2) if precise alignment of the Pitot tube with the 
conduit axis is possible but swirl is present, the 
variation of the differential pressure recorded by the 
tube in uniform flow with yaw angle <p shall be 
approximately proportional to cos 2 <£. If the head is 
perfectly aligned axially and if swirl is less than ± 3°, 
the differential pressure shall not deviate from this 
law by more than 1 %. 

It should be noted that misalignment and swirl can occur 
simultaneously and efforts shall be made to minimize 
each of them. 

b) The calibration factors for different specimens of 
tubes to a particular specification shall be identical, to 
within ± 0,25 %, and shall remain so for the working life 
of any such tube. If the user has any doubt upon this 
point, an individual calibration of each Pitot tube should 
be made. 

c) When used in a. liquid, any cavitation from the nose 
shall not cause a significant error in the static pressure 
reading of the tube. 



d) The static-pressure holes shall be : 

1) not larger than 1,6 mm in diameter; 

2) at least six, and sufficient in number for the 
damping in the static pressure circuit to be as nearly 
as possible equal to that in the total-pressure circuit; if 
necessary, on Pitot tubes the diameter of which is 
small, the orifices may be placed in two planes; 

3) placed not less than six head-diameters from the 
tip of the nose; 

4) placed not less than eight head-diameters from 
the axis of the stem. 

e) If the stem is enlarged to a diameter if, there shall be 
a length of stem not less than 7 d', between the axis of 
the head and the commencement of the enlargement, for 
which the stem-diameter is equal to the head-diameter. 

f) The junction between the head and stem shall be 
either mitred or curved to a mean radius equal to 
3 ± 0,5 times the head-diameter. 

g) An alignment arm shall be fitted to the end of the 
stem away from the head, to ensure precise alignment 
and positioning within a conduit. 

Three types of Pitot tubes which are currently used and 
which comply with these criteria are described as examples 
in annex A. 



5 REQUIREMENTS FOR USE OF PITOT TUBES 



5.1 Selection of the measuring cross-section 



5.1.1 The cross-section selected for measurements shall be 
located in a straight ^>ipe length and shall be perpendicular 
to the direction of flow. It shall be of simple shape, for 
example either circular or rectangular. It shall be located 
in an area where the measured velocities fall within the 
normal working range of the apparatus used (see 5.3.2). 



5.1.2 Close to the measuring cross-section, flow shall be 
substantially parallel to and symmetrical about the conduit 
axis and contain neither excessive turbulence nor swirl; the 
measuring cross-section shall thus be chosen far enough 
away from any disturbances that could create asymmetry, 
swirl or turbulence (see 5.1.4). 



1) The Pilot tubes described in annex A allow independence of the differential pressure to within ± 1,5 % up to 14° yaw in uniform flow. 
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The length of straight pipe that may be required to achieve 
these conditions will vary with the flow velocity, upstream 
disturbances, level of turbulence and the degree of swirl, if 
any. 



1) 



5.13 Although measurements with the Pitot tube in 
oblique or converging flow should as far as possible be 
avoided, these may however be carried out provided that 
the-maximum flow deviation with respect to the Pitot tube 
axis does not exceed 3 . 

For guidance, it can also be considered that a swirl is small 
enough not to increase the confidence limits given in this 
International Standard on the measured flow rate if the 
resulting gradient of local velocities to the pipe axis is less 
than 3". 

5.1.4 Preliminary traverse tests shall be made to ascertain 
the regularity of flow. 

If these traverses show that flow is not satisfactory, this can 
sometimes be remedied using one of the devices described 
in 5.2. 

Once these devices are in place it shall be checked that the 
flow complies with the requirements of this International 
Standard. If not, a more detailed traverse of the measuring 
cross-section is necessary, and reference shall then be made 
to a separate document which will be published later. 

5.2 Devices for improving flow conditions 

5.2.1 If swirl is present in the flow, it can often be 
suppressed by means of an anti-swirl device consisting 
either of several adjacent pipes parallel to the flow direction 
or of a honeycomb with square or hexagonal cells. Which- 
ever type is used the whole device shall be rigorously 
symmetrical and the following requirements shall be met : 

— the maximum transverse dimension a of a channel 
shall be less than 0,25 £>; 

— length shall be greatemhan 10 a. 

5.2.2 If the velocity distribution is unacceptably irregular, 
it can often be remedied by means of a profile developer 
consisting of, for example, one or more screens, grids or 
perforated plates. It must be noted, however, that such 
devices are only effective at the price of a rather high head 
loss. 

5.2.3 The devices described in 5.2.1 and 5.2.2 shall be 
located at the greatest possible distance upstream of the 



measuring cross-section and in any case at a distance of at 
least five diameters of a circular cross-section (or 20 times 
the hydraulic radius of a conduit of any cross-section 
shape). Furthermore they shall not be located immediately 
downstream of a disturbance. 

5.2.4 If the velocity distribution is unacceptably irregular 
or if the flow is not parallel enough, but if it has been 
possible to check that no swirl is present, it is sometimes 
possible to remedy the situation by means of a provisional 
guiding installation. The latter will consist of a slightly 
converging entrance, connected in such a way as to ensure 
that no separation occurs, to a straight pipe length, the 
length of which shall be at least twice the larger dimension 
of the conduit. 

5.3 Limits of use 

5.3.1 Nature of the fluid 

The fluid shall be a continuous single-phase fluid or shall 
behave as if it were such a fluid. Liquids shall be Newtonian 
and shall not exhibit anomalous viscosity or thixotropic 
behaviour. 

5.3.2 Range of velocities 

Pitot tubes shall not be used with flow velocities less than 
the velocity corresponding to the lower limit of the 
Reynolds number (see 7.1) or greater than the velocity 
corresponding to a Mach number of 0,25. 

5 J3 3 Nature of the flow 

The formulae given (see 7.1 and 7.2) are accurate only for 
steady flow without transverse velocity gradient or 
turbulence. In practice both are always present in closed 
conduits. Clause 11 and annexes B and C give indications 
of the magnitude of the corresponding errors. 

5 .3 .4 Dimensional limi ta tions 

The ratio d/D of the Pitot tube diameter d to the conduit 
diameter D shall not exceed 0,02 with a view to keeping 
negligible the error on the rate of flow resulting from the 
velocity gradient and from the stem blockage effect (see 
clause 11). In difficult flow conditions, a ratio of up to 
0,04 may be admissible provided that the necessary 
corrections for blockage effect and velocity gradient are 
made; this limit value may indeed be necessary to avoid 
vibration of the tube in very high velocity flows. On the 
other hand the requirements mentioned in clause 4 shall be 
satisfied. 



1) For guidance it is normally assumed that to comply with these conditions there should be a length of upstream conduit between the 
beginning of the working section and any significant upstream irregularity (see 2.2.10) of at least 20 diameters of a circular cross-section (or 80 
times the hydraulic radius of a conduit of any cross-section shape). Similarly there should be at least 5 diameters of a circular cross-section (or 
20 times the hydraulic radius of a conduit of any cross-section shape), between the measuring cross-section and any significant downstream 
irregularity. 
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5J3.5 Influence of turbulence 

Turbulence has a twofold influence in the case of an 
exploration by means of a Pitot tube, i.e. : 

a) on the total pressure reading; 

b) on the static pressure reading. 

Turbulence of flow leads to an overestimation in the 
determination of velocity, which is a function of the degree 
of turbulence. 

Detailed study of the turbulence correction is given in 
annex C. 



5.4 Performance of measurements 



5.4.1 Measurement of differential pressure 

The device chosen for the measurement .of differential 
pressure shall be capable of measurement of a steady 
differential pressure equal to the maximum value recorded 
during the traverse with an uncertainty not exceeding 1 % 
(at 95 % confidence level). 



5.4.2 Differential pressure fluctuations 

In order to obtain, from the measurements, time-averaged 
values which are representative in spite of random 
fluctuations of the flow rate, it is necessary : 



a) that the differential pressure fluctuations be damped 
by applying to the measuring apparatus the minimum 
damping allowing easy reading without concealing 
longer-term fluctuations. The damping of the apparatus 
shall be symmetrical and linear; this can be achieved by 
means of a capillary tube located in the manometric 
limb in accordance with the requirements of annex D; 

b) that readings at each measuring point shall be 
repeated a certain number of times, preferably at 
unequal time intervals. A sufficient number of readings 
is reached when suppressing any one of them (except 
those which present an abnormally high error and are 
excluded automatically) does not modify the mean by 
more than ± 1 %. 



However, if damping condition a) has been satisfied 
sufficiently well so that the instantaneous readings of 
differential pressure do not fluctuate by more than ±2% 
of the mean differential pressure over a sufficiently long 
period of time (for example ten maximum and ten 
minimum values to be observed), then a visual averaging of 
the measurement is permissible. 



NOTE — The final tolerance applicable to the rate of flow on 
account of random fluctuations of the readings will be a function of 
the total number of readings made during an exploration. 
Consequently if the total number of measuring points is high, the 
number of readings at each point may be comparatively small. 



5.4.3 Determination of fluid density 

The fluid density shall be determined in such a way as to 
ensure that the uncertainty in the value obtained does not 
exceed ± 0,5 % (at 95 % confidence level). 

When the fluid density is obtained from the absolute static 
pressure and static temperature, these quantities may 
generally be taken from single readings made at a point 
located at 0,75 times the pipe radius from the wall. Never 
theless, for measurements in a compressible fluid where the 
ratio of the maximum differential pressure to the absolute 
static pressure in the plane of the traverse is greater than 
0,01, the procedure described in 7.2 and in E.3 of annex E 
shall be followed. 



5.5 Inspection and maintenance of the Pitot tube 

The Pitot tube does not require any special maintenance, 
but it shall be ensured, before and after the measurements, 
that the tube used complies with the criteria specified in 
clause 4. 

The following points in particular shall be checked : 

— the pressure sensing holes and their connecting tubes 
are not blocked; 

— there is no leakage between the chambers inside the 
Pitot tube which receive the total pressure and the static 
pressure; 

— the tube has not been strained, or its nose damaged; 

— the tube is clean; 

— the head of the Pitot tube is truly perpendicular to 
the supporting stem. 

Furthermore, since the determination of the velocity is 
related to the differential pressure, it shall also be checked 
that : 

— the connections to the pressure gauge are as short as 
possible and that they are absolutely leak-tight (porous 
or cracked rubber tubes, etc., are not permissible); 

— they are in general in accordance with ISO 2186, 
Fluid flow in closed conduits — Connection for pressure 
signal transmissions between primary and secondary 
elements; 

— where damping of the differential pressure gauge is 
necessary, it is symmetrical and linear (see annex D). 



6 POSITIONING OF PITOT TUBE 

The axis of the Pitot tube head shall be set parallel to the 
pipe axis; an alignment arm shall be provided to assist in 
doing this. 

The Pitot tube shall be rigidly fixed during the 
measurements. 
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The Pftot tube shall be positioned in the pipe in accordance 
with the requirements of 3.4.1 and clause 8 or 10. 

The device which holds the Pitot tube in the pipe shallbe 
such that no leak can occur into or out of the pipe. 



7 VELOCITY COMPUTATION 

7.1 Verification of conditions for a measurement 

Provided that the Reynolds number based on the diameter 
of the total pressure hole of the Pitot tube is in excess of 
200, and that the local Mach number (for measurements 
in a compressible fluid) does not exceed 0,25, the local 
velocity may be calculated. However, annex E gives 
indications on the method of carrying out velocity 
measurements in the case of a compressible fluid at a higher 
Mach number. 

The first condition is equivalent to a requirement that 
Ap is never less than 



2x10 4 / u 



where 



Ap is the differential pressure measured by the Pitot 
tube; 

p is the density of the flu id; 

ix is the dynamic viscosity of the fluid; 

d, is the diameter of the total pressure hole of the Pitot 
tube; 

a is the calibration factor of the Pitot tube : to be 
taken as 1 for this calculation. 

The second condition requires that, for measurement in a 
compressible fluid, the ratio of the differential pressure to 
the absolute value of the pressure recorded by the static 
pressure tapping of the Pitot tube shall never exceed a 
limiting value, which varies with y (the ratio of the specific 
heat capacities of the gas) according to table 1 . 

TABLE 1 



y 


1,1 


1,2 


1,3 


1,4 


1,5 


1,6 


1-7 


(f) mBX 


0,035 


0,038 


0,042^ 


0,046 


0,048 


0,052 


0,054 



7.2 Formulae for velocity computation 

The local velocity of a fluid in a steady flow without 
transverse velocity gradient or turbulence at Reynolds 



numbers, based on the internal diameter of the total 
pressure tapping, greater than 200 is given by the 
expression 



, = a(1 - e) ^/l^ 



in which (1 -e) is a compressibility correction factor. In a 
liquid, e = so that no compressibility correction is 
required, but in a compressible fluid at low Mach numbers 
the factor (1 -e) may be determined by the relationship 



(1-e)« 



1 



_J_ Ap 7-1 /Ap 
27 P 67 2 \p 



where 

y is the ratio of specific heat capacities; 

p is the local statio pressure; 

p is the local density of the fluid; 

Ap is the differential pressure indicated by the Pitot 
tube; 

a is 'the calibration factor of the Pitot tube (under the 
above-mentioned conditions and for Pitot tubes 
described in this International Standard, it is practically 
equal to 1,00). 

The density of the compressible fluid is determined from 
the following equation : 



9 = 



pM 
ZRT 



where 



R = 8,314 3 J-mor 1 K -1 , the molar mass being 
expressed in kilograms per mole and having a value 
0,028 95 for air; 

Z is the gas law deviation factor; it is insignificantly 
different from unity for air at absolute pressures less 
than ten times atmospheric and temperatures between 
273 and 373 K (it should be distinguished from (1 -e), 
the compressibility correction factor) ; 

7" is the local static temperature given by the formula 1 > 



Is. 

T 



1 + 



y- 1 Ap 



7 P 

T being the total temperature measured on the axis of 
the duct using an ideal total temperature probe. The 
effect of using any non-ideal temperature probe is 
discussed in annex D. 



For selected values of y and Aplp, values of (1 
together with T/T , are shown in table 2. 



e). 



1 ) This formula is an approximation which is adequately precise for the purposes of this International Standard. 
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TABLE 2 



P \ 


1 


,1 


1,2 


1.3 


1,4 


1,5 


1.6 


1.7 


t/t 


(1-e) 


TIT a 


(1-e) 


TIT Q 


(1-e) 


TIT Q 


(1-e) 


TIT Q 


(1-e) 


TIT 


(1-e) 


TIT Q 


(1 -e) 


0,01 


0,999 


0,998 


0,998 


0,998 


0,998 


0,998 


0,997 


0,998 


0,997 


0,998 


0;996 


0,998 


0,996 


0,999 


0,02 


0.998 


0,996 


0,997 


0,996 


0,995 


0,996 


0,994 


0,997 


0,993 


0,997 


0.993 


0,997 


0,992 


0,997 


0,03 


0,997 


0,993 


0,995 


0,994 


0,993 


0,994 


0,992 


0.995 


0.990 


0,995 


0.989 


0,995 


0,988 


0.996 


0,04 


0,996 


0,991 


0.994 


0,992 


0,991 


0,993 


0,989 


0,993 


0.987 


0,994 


0,985 


0,994 


0,984 


0,994 


0.05 


- 


- 


- 


- 


0,989 


0,991 


0,986 


0,991 


0.984 


0.992 


0,982 


0,992 


0,980 


0,993 



8 DETERMINATION OF THE DISCHARGE VELOCITY 
BY GRAPHICAL INTEGRATION OF THE VELOCITY 
AREA 

The general principle of this method is specified in 3.1. 

The measuring points shall be located along straight lines, 
and in order to determine m accurately, two measuring 
points shall be placed on each straight line as close as 
possible to the wall (see annex F). 

The number and position of the other points shall be 
selected in such a manner that the velocity profile can be 
determined satisfactorily. They will usually be distributed 
in the cross-section in such a way as to divide it into areas, 
each of which has the same flow rate in order to attach 
approximately the same importance to all measuring points. 

Reference should be made to 3.4 when determining the 
number and location of measuring points, and to clause 11 
when it is considered necessary to make some correction to 
local velocity measurements or to the position of measuring 
points. 

8.1 Circular cross-section 

If v is the flow velocity at a point of polar co-ordinates r 
and 6, and if R is the mean radius of the measuring section, 
the discharge velocity is 

U = —\ f v(r,d)rdr66= \ u d(-Y 
** 2 Jo Jo Jo W 



Jo W X„IR)* W 

where 

u is the spatial mean velocity along the circumference 
of radius r; 

r n is the radius of the circle defined by the measuring 
points closest to the wall. 

The method used consists in : 

a) taking u c (arithmetical mean of the velocities at the 
measuring points located on one circle of radius r c ) as 
the value of u; 

b) plotting u c against [r c /R) 2 between r = and 
/ — r n < see figure 1) 1 *; 

c) graphically determining the value of the included 
area below this curve (see figure 1); 

d) adding to this value a calculated term 2 ' correspond- 
ing to the peripheral zone and equal to : 

. r " A 
u„ (1 



rrr+ 1 



R 2 



where 



u n is the value of the arithmetical mean of the 
velocities at the measuring points located on the circle of 
radius r n (i.e. the closest to the wall); 



1 ) To facilitate plotting in the vicinity of the measuring point closest to the wall, the tangent line to the curve for r - r n will be drawn with a 
slope equal to : 

'du, 



r-r n 'n( 'n\ 

2/77— I 1 

R \ ft) 



denoting (r/fl) 2 as x. 

The slope of the curve is derived from Karman's conventional law, for the varia»'"n «f the fluid velocities in the peripheral zone : 

'fl-rV* 



2) This simplified expression omits the other term 



R-r. 



</7i + n(2m + ii ""V 1 fl 



in the result of the integration (within the peripheral zone) derived from Karman's conventional law : this latter term only represents about 

\-{r n !R) 



times the flow in the peripheral zone. 



4/77 + 2 
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777 is a coefficient depending on the wall roughness and 
on the flow conditions, the value of which can be 
determined in accordance with the indications given 
in annex F and is generally between 4 (rough wall) and 
10 (smooth wall). 



The formula for the discharge velocity is 



i'0 t/0 




FIGURE 1 — Computation of the discharge velocity in a circular 

conduit — Graphical integration in the area explored by 

the Pitot tubes 



8.2 Rectangular cross-sections 

The computation of the discharge velocity requires a 
double integration across both dimensions of the conduit. 
Measurement shall be started either on the vertical lines 1 ' 
or on the horizontal lines 1 '. The matter is developed here 
starting with horizontal line measurements. 



where 

L is the conduit width in the measuring cross-section 
(arithmetical mean of the widths measured on at least 
each horizontal measuring line); 

H is the conduit height in the measuring cross-section 
(arithmetical mean of the heights measured on at least 
each vertical measuring line); 

/ is the distance from a particular point to the side-wall 
chosen as origin; 

h is the height of a particular point above the bottom 

The method used consists in : 

a) plotting the variation curve of the velocity on each 
horizontal line between the extreme measuring points, 
as a function of the relative distance///, (see figure 2)2); 

b) determining graphically the value of the included 
area below this curve between the extreme measuring 
points (see figure 2); 

c) adding to this value two terms corresponding to the 
peripheral zones, both being equal to 



m 



m + 1 



f'"»> 



(the sum so obtained is the mean velocity u, on the 
horizontal measuring line concerned); 

d) plotting the variation curve of u, between the 
extreme horizontal measuring lines as a function of the 
relative height h/H of the corresponding horizontal line 
(see figure 2) 3) ; 



1 ) Throughout this sub-clause, a "vertical line" mill mean a line parallel to the conduit height and a "horizontal" line will mean a line parallel 
to the conduit width. 

2) To facilitate plotting in the vicinity of the extreme measuring points, the tangent line to the curve at each of them will be drawn with a 
slope the absolute value of which is equal to 

ma 

where 

v a is the velocity at the considered extreme measuring point (at a distance a from the nearest wall); 

m is a coefficient depending on the wall roughness and on the flow conditions, the value of which can be determined in accordance with 
the indications given in annex F and is generally between 4 (rough wall) and 10 (smooth wall). 

The slope of this curve is derived from Karman's conventional law, for the variation of the fluid velocities in the peripheral zone. 

S1/m 



v a \ — 

|8 



3) To facilitate plotting in the vicinity of the peripheral zones, the same procedure shall be followed a*s in determining the mean velocity along 
each horizontal line (see 8.2 a)). 



10 
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e) graphically determining the value of the included 
area below this curve between the extreme horizontal 
measuring lines; 

f) adding to this last value two terms, corresponding to 
the peripheral zones, in order to obtain the discharge 



velocity. Both terms are equal to : 



^ ](«.') 



m + \J\H 



where u a ' is the mean velocity on the horizontal measuring 
line closest to the wall (at a distance a' from the wall). 



v 




FIGURE 2 — Computation of the discharge velocity in a rectangular conduit 
Graphical integration in the area explored by Pitot tubes 
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9 DETERMINATION OF THE DISCHARGE VELOCITY 
BY NUMERICAL INTEGRATION OF THE VELOCITY 
AREA 

The general principle of this method is specified in 3.1. 

The formulae proposed below are derived from inter- 
polations between successive pairs of measuring points 
along third-degree curves in [r/R) 2 for a circular cross- 
section conduit, or in l/L or h/H for a rectangular 
cross-section conduit. The separate individual arcs combine 
to form a continuous curve with a continuous derivative. 

In the peripheral zone the same law as indicated in the 
preceding clause is applied. 

For the number and position of measuring points, reference 
shall be made to the indications of clause 8 and 3.4. 
Reference shall be made to clause 1 1 when if is considered 
necessary to apply certain corrections to local velocity 
measurements or to the position of measuring points. 



9.1 Circular cross-sections 

If v a is the velocity at the conduit centre, and u y , u 2 , ..., u n 
are tHe mean velocities [calculated as indicated in 8.1 a)] 
along the circumferences with increasing relative radii r*,rj, 
.... r* (with r* = r/ZR, where R is the radius of the cross- 
section), the discharge velocity in the cross-section is given 
by the formula : 



U=v a 



+ u. 



1 , 5 , 1 r* 3 
12 2 12 1 12 r* 

— ,*2 + — r *2 - ~r*2 

e' 1 3 f2 12' 3 J 



.3 -I 



12/-; 



i < = n - 2 



E »< 



i = 2 



-±,.2 + 1.2 

12 (' + 2> T 3 r </+ 1) -,'</-1) 



-r.. 



+ — r" 
12 (/ - 



+ u 



in- 1) 



-r" i + —r* li --r* z + —r" 2 
2 " 12 <" _1) 3 ("-21 12 ( "~ 



31 



+ "„ 



.m + 1 



, r '2_ .2 .2 

w: 2 ) + ' f " '"- 1 '' +- r : 2 - 



12/77 (1-r* 2 ) ' 12'" 



3 r (/7- 1) ^ ,2^/7 



- 2) 



When n — 3, the term on the fourth line of the equation above 
disappears and the formula is simplified as follows : 



U = ■/„ 



i 2 5 ., i /-: 3 "| 

-r 2 ^ 2+ r 2 ^ + Ti^-J 

= i, .2 + 2,.2 i 2 "| 
_6 ' 3 2 12 3 J 

12 r* ]'i f 12 r 2 + 2 3j 



+ "3 



m ■> k 2 -'-; 2 ! 2 

(1 _ r5 2 )+ _^ 2_^ 

m+ 1 3 12m(1-/-5 2 » 12 3 3 2 12 1 



+ ^; 2 -k- 2 + -,: 2 



92 Rectangular cross-sections 

In the following formula, U represents : 

- either the mean velocity along a measuring line, in 
which case v^, v 2 , .... v n are the velocities measured at 
points located at distances / 1 , / 2 , ..., l n from the reference 
wall; L is the distance between the two walls on the 
considered line : 



Y i i' Y i 



h ~h 



Jn ~ hn - 1 ) 



-Y 



L-l„ 



<" + 1) 



— or the discharge velocity in the measuring cross- 
section, in which case v y , v 2 , ..., v n represent the mean 
velocities w,, u 2 , .... u n along the measuring lines located 
at distances /?•,, h 2 , ..., h„ from the reference wall; H is 
the height of the measuring cross-section.' 






Kl W ' K 2 









U + 1 K ' 12m K, 12^ 12 y 3J 

2 L2 2 12 K 3 12 V * J 
= "-2 p 

/ = 3 



/ = n - 2 



+ *„ 



+ -L 






" [/n+ r<" + D 12my* + 1) 12 K "' 12 K '"- 1 > 



NOTE - When n = 4, the fourth line is evaluated only for / = 2. 



NOTE — When n = 5, the third line is evaluated only for / = 3. 
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10 DETERMINATION OF THE DISCHARGE VELOCITY 
BY ARITHMETICAL METHODS 

The general principle of these methods is specified in 3.1. 

For each method the measuring cross-section is divided into 
a small number of section elements. The measuring 
locations are predetermined for each section element 
from : 

a) an assumption of the mathematical form of the veloc- 
ity distribution law in the section element concerned; 

b) a choice of the weighting coefficients. 

The various curves corresponding to each section element 
do not need to constitute a continuous curve with a 
continuous derivative. 

In the peripheral zone, a logarithmic law is assumed for 
velocity distribution with respect to the distance from the 
wall. In the arithmetical methods described hereafter, the 
weighting coefficients have been chosen to be equal in the 
case of circular cross-sections and the section elements have 
areas proportional to the number of measuring points in 
the element concerned; reference shall be made to clause 1 1 
when it is considered necessary to make certain corrections 
to local velocity measurements or to the positions of 
measuring points. 

10.1 "Log-linear" method 

By hypothesis the mathematical form of the velocity 
distribution law for each element is : 

u= A log y + B y + C 

where 

y is the distance to the wall; 

A, B and C are any three constants (except for the 
external ring element where B is zero). 



1 0.1 .1 Circular cross-sections 

The location of the measuring points corresponds to the 
values of the relative radius r/Rj or of the relative distance 
to the wall ylD, shown in table 3. 

TABLE 3 



Number 

of measuring 

points 

per radius 


rlRj 


YlD, 


3 


0,358 6 ± 0,010 
0,730 2 ± 0,01 
0,935 8 ± 0.003 2 


0,320 7 ± 0,005 
0,134 9 ± 0,005 
0,032 1 + 0,001 6 


5 


0,277 6 t 0,010 
0,565 8 ±0,010 
0,695 ± 0,010 
0,847 ± 0,007 6 
0,962 2 i 0,001 8 


0,361 2 ± 0,005 
0,217 1 ± 0,005 
0,1525 ± 0,005 
0,076 5 ± 0,003 8 
0,018 9 ± 0,000 9 



The mean velocity on each radius is taken as equal to the 
arithmetical mean of the velocities determined at the 
measuring points located on the radius concerned, and the 
discharge velocity is equal to the arithmetical mean of the 
mean velocities on each radius. The discharge velocity is 
therefore given by the arithmetical mean of local velocities. 



1 0.1 .2 Rectangular cross-sections 

Different layouts may be developed to apply the log-linear 
method in a rectangular cross-section, using a variety of 
numbers of measuring points. This International Standard 
is limited to the method using 26 points, for which the 
location is given in figure 3. 

In addition to the location of the measuring points given by 
l/L and h/H, the table in figure 3 gives the weighting 
coefficients for each measured velocity. 
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2 


- 


- 


2 


0,250 


5 


3 


3 


5 


0,367 5 


- 


6 


6 


- 


0,500 


6 


- 


- 


6 


0,632 5 


- 


6 


6 


- 


0,750 


5 


3 


3 


5 


0,908 


2 


- 


- 


2 


0,966 


2 


3 


3 


2 



FIGURE 3 — Location of measuring points in a rectangular cross-section conduit 
in the case of the "log-linear" method using 26 points 



The discharge velocity is equal to the weighted mean of the 
measured local velocities : 



2*,- 
For the method using 26 points Xkj — 96. 



10.2 "Log-Tchebycheff" method 

By hypothesis the mathematical form of the velocity 
distribution law as a function of the distance from the wall 
is logarithmic in the outermost elements of the section and 
polynomial in the other elements. 
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102.1 Circular cross-sec tions 

The position of the measuring points corresponds to the 
values of the relative radius /-//?/ or of the relative distance 
to the wall y/Dj shown in table 4. 

TABLE 4 



Number 






of measuring 
points 


rlRj 


VID; 


per radius 








0.375 4 i 0.010 


0.31 2 3 i 0.005 


3 


0,725 2 i 0,010 


0,137 4 + 0,005 




0,935 8 * 0,003 2 


0.032 1 t 0,001 6 




0,331 4 i 0,010 


0,334 3 ♦ 0,005 


4 


0,612 4 .'. 0,010 


0,193 8 ' 0,005 


0,800 i 0.010 


0,100 ' 0,005 




0,952 4 i 0.002 4 


0,023 8 ' 0,001 2 




0.286 6 i 0.010 


0,356 7 * 0,005 




0,570 ' 0,010 


0,215 i 0,005 


5 


0,689 2 * 0010 


0,155 4^ 0,005 




0.847 2 t 0,007 6 


0,076 4 » 0,003 8 




0,962 2 * 0,001 8 


0,018 9 i 0,000 9 



As the weighting coefficients have been chosen to be equal, 
the discharge velocity is equal to the arithmetic mean of the 
measured local velocities. 

10.2.2 Rec tangular cross-sec tions 

A number (e) of traverse straight lines, at least equal to five, 
are selected parallel to the smaller side of the rectangle; on 
each of them a number (f) of measuring points, at least 
equal to five, are located. (See figure 4.) 







TABLE 5 




e or f 


Values of X;IL or Yj/H 


5 





±0,212 ±0,426 




6 


± 0,063 


± 0,265 ± 0,439 




7 





±0,134 ±0,297 


± 0,447 



As the weighting coefficients have been chosen to be equal, 
the discharge velocity is equal to the arithmetic mean of the 
measured local velocities at the various measuring points. 



11 CORRECTIONS OF LOCAL VELOCITY MEASURE- 
MENTS 

The measurement of local velocity is affected by errors 
which are due in particular to the blockage effect, to the 
velocity gradient, to turbulence and to the head loss which 
would require corrections whose amount is unfortunately 
not always exactly known. These corrections are in fact 
only applied when very accurate measurement is required 
or if errors are very large. 

The following sub-clauses give indications of the values 
which can be expected from these corrections. The 
theoretical bases of the estimation are given in annexes B 
and C. 



NOTE — For the example chosen, f = 5 and e = 6. 

The positions of (ef) measuring points (abscissa X, and 
ordinate Yj in relation to the centre of the section) are 
defined from table 5. 



1 1 .1 Correction for stem blockage 

When a Pitot static tube is used in an infinite stream, the 
calibration factor takes account of the stem influence on 
the pressure readings at static pressure tappings. 



T- 



— X- 



-X- 
-X- 



-X- 



— " 



H 



FIGURE 4 — Position of the measuring points in a rectangular conduit 
in the case of the "log-Tchebycheff" method 
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When the tube is used in a conduit, the velocity increase 
when the flow passes between the stem and the walls causes 
a decrease in the recorded static pressure without affecting 
the total pressure. The differential pressure Ap shall 
therefore be reduced to take account of the stem blockage 
effect. 



11-1.1 Case where the correction can be neglected 

i 

When the ratio d/D is less than or equal to 0,02 as specified 
in 5.3.4, and when the Pitot tube is consecutively 
introduced into two diametrically opposite insertion holes 
in such a way that traverse only occurs across one radius, 
the correction for blockage effect can be neglected. In the 
other cases the correction to be made shall be estimated 
before it is determined whether or not it can be neglected 
in view of the required accuracy. 



11.1.2 Estimation of the correction of local velocity 
measurement 

The correction for each individual measurement Ap is 
given by : 

5 (Ap) = - 0,7 k b (S/A) Ap max 

where 

Ap is the recorded value of the differential pressure; 

Apmax < s tne corresponding value on the conduit axis; 

S is the frontal projected area of that portion of the 
stem inside the conduit; 

A is the cross-sectional area of the conduit; 

Ar b is the blockage coefficient of a cylindrical stem 
(see figure 5). 

The value of 0,7 is an average (0,65 to 0,75) of the ratio 
of the mean value to the maximum value of the squared 
velocity in the conduit cross-section. 



11.1.3 Estimation of the overall correction of the flow- 
rate value (application to arithmetical methods) 

The relative error caused in ignoring the correction of local 
velocity for the point situated at a distance y from the wall 
can be calculated as follows for a velocity profile of the 



shape 






M"<Vmax) _ (m + 2)(m+1) 
Mv max ) 2/7?2 



{R/y) 2 "» k b {S/A) 



If the result is applied to each point, the position of which 
is predetermined by arithmetical methods (clause 10), the 
overall corrections for flow rate are practically identical for 
all arithmetical methods. Their values are given in figure 6. 



1 1 .2 Correction for transverse velocity gradient 

The stagnation pressure recorded by a Pitot tube in a fluid 
flow with a tranverse velocity gradient is always slightly 
overestimated. Interaction between the nose of the Pitot 
tube and the fluid flow causes a small displacement of the 
approaching streamlines, so that the tube brings to rest a 
streamline originating in a higher velocity region ahead of 
the plane of measurement. Annex B gives a few justifica- 
tions of how the corrections indicated below are evaluated. 

This influence can be taken into account in two ways, 
either by integrating the velocity area on the basis of the 
corrected position of the measuring points (see 11.2.1) or, 
for arithmetical methods only, by keeping the pre- 
determined position and making an overall correction for 
flow rate (see 11.2.2). 



11.2.1 Correction for measuring point position 

11.2.1.1 Case of graphical or numerical 
integration 

Measurements of differential pressure Ap recorded at real 
distances y from the wall are considered for calculation as 
being carried out at distances y + Ay, where Ay is the 
fictitious displacement of the measuring point which can 
be calculated using the following formula : 



4r = * 9 - 0,195 * g pj 
d \yj 



"lRf^ 



If the value of k g has not been determined once for all, 
for any particular nose shape, k g can be taken as 0, 10 ± 0,02 
for all Pitot tubes meeting the requirements of 4.2. Table 6 
can be used for displacement evaluation of Pitot tubes 
with k g — 0,10 and for a certain range of distance from the 
wall. 



TABLE 6 



y 

d 


0.50 


0,67 


0,75 


1,0 


1.5 


2 


3 


4 


oo 


Ay 
d 


0,069 


0,075 


0,077 


0.082 


0,088 


0,091 


0,094 


0,095 


0,100 



The correction for displacement must not be forgotten 
when m is determined in accordance with the requirements 
of annex F. 

11.2.1.2 Case of arithmetical methods 

When measuring positions are calculated in accordance with 
the tables in 10.1.1, 10.1.2, 10.2.1 and 10.2.2 the 
corresponding y distances shall be reduced by Ay as 
calculated above to obtain the real position y^ to be used 
for measurements. 
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FIGURE 6 — Overall correction to be added to volume 
flow rate to allow for PitoMtem blockage 



1 1 22 Overall correction of flow rate 

Figure 7 gives an indication of the corrections to be made 
rto the ftow-rate value in circular conduit when a Pitot tube 
with /t g = 0,10 is used for the measurements. For 
measurements with slightly different* values it is permitted 

to correct the values of the figure with a ratio of ——, 

1U Correction for turbulence 

It may be assumed that for approximately 10% turbulence 
the correction of the local velocity value is about - 0,5 to 
-2% according to the nose shape of the Pitot tube used 
and the Reynolds number of the fluid flow (see annex C). 

114 Correction for head loss 

Since the static pressure tapping is located at a distance 



downstream of the local pressure tapping, the pressure 
measurement is affected by an error which is equal to the 
friction head loss in the conduit over this distance. The 
measured differential pressure is therefore slightly over- 
estimated. 

This correction is generally negligible, but if it is considered 
necessary to take it into account, the differential pressure 
at each measuring point shall be reduced by the quantity : 

W U 7 

where 

X is the universal coefficient for head loss; 

nd is the distance of the total pressure tapping to the 
plane of static pressure tappings. 
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12 ERRORS 

This clause defines a number of fundamental statistical 
terms which are used in this International Standard and 
describes the method employed to assess the accuracy of 
the volume flow-rate measurement from a list of error 
sources involved in local velocity measurement and flow- 
rate calculation. 

An example of calculation of the overall uncertainty is 
given in annex G with the sole purpose of illustrating the 
described method of calculation, but it does not give 
typical values of the various errors. Each particular case 
should therefore be studied carefully. 

12.1 Definition of the error 

The error in the estimate of a quantity is the difference 
between that estimate and the true value of the quantity. 

No measurement of a physical quantity is free from un- 
certainties arising either from systematic errors or from the 
random dispersion of measurement results. Systematic 
errors cannot be reduced by repeating measurements since 
they arise from the characteristics of the measuring 
apparatus, the installation, and the flow characteristics. 
However, a reduction in the random error may be achieved 
by repetition of measurements, since the random error of 
the mean of n independent measurements is y/n~ times 
smaller than the random error of an individual measure- 
ment. 

12.2 Errors in the estimation of the local velocity 
12.2.1 Random errors 

12.2.1.1 Error in the measurement of dif- 
ferential PRESSURE 

The measurement of differential pressure is necessarily 
affected by a random error 5^ p which is due at the same 
time to the pressure gauge, to the connecting pipes between 
the Pitot tube and the pressure gauge and to the operator. 
This error does not include, however, some distrubances, 
such as fluctuations, which are considered separately in 
the following sub-clauses. 

12.2.1.2 Error due to slow velocity fluctu- 
ations 

A random error 5 f is made if the measuring period is not 
long enough for a correct integration of slow fluctuations 
of the flow velocity to be made. This error decreases when 
the number and duration of the measurements at a given 
point are increased. 

12.2.1.3 Error in density 

An error 5 p is made in the measurement of density because 
of inaccuracies in the temperature and pressure 
measurements and of the dngree of cleanliness of the fluid. 
This error varies in importance according to be fluid nature 
and conditions. 



12.2.14 Error in the calculation of the 
compressibility correction 

A random error 5 e is made in the calculation of the 
correction factor for compressibility (1 - e) according to 
the indications of 7.2 and annex E. 



12.2.2 Systematic errors 

It is assumed in the following that the corrections 
mentioned in clause 1 1 for blockage, the velocity gradient, 
turbulence and head loss have not been applied. If they 
have been, a systematic error will nevertheless be made 
because of the noticeable uncertainty of these corrections 
but this systematic error can be either positive or negative 
and its absolute value is obviously far less than in the first 
case. 



12.2.2.1 Error in the Pitot tube calibration 

Any error in the calibration factor of a Pitot tube 
systematically affects the measured velocity and introduces 
an error e r . 



12.2.22 Error due to Turbulence 

The error increases with the increasing degree of turbulence 
of the measured fluid flow and is always positive, i.e. the 
measured velocity value is always greater than the actual 
flow velocity. Indications on the estimation of this error 
are given in 1 1.3 and annex C. 

The resulting error e t in the measured velocity will be the 
same for all measurements at one and the same point and 
at the same velocity although errors vary with flow rate on 
the one hand and the measuring position on the other hand. 



12.2.2.3 Error due to th-E transverse vel- 
ocity gradient 

The error e g depends on the diameter of the Pitot tube. It 
is always positive. Indications on the estimation of this 
error are given in 1 1.2 and annex B. 



12.2.2.4 Error due to conduit blockage 

This error e b increases with increasing blockage of the 

conduit by Pitot tubes and their supports. It is always 

positive. Indications on the estimation of this error are 
given in 11.1. 



12.2.2.5 Error due to the inclination of the 
Pitot tube with respect to the flow 
direction 

This error e^ increases with the inclination angle and 
depends on the Pitot tube used. It is always positive when 
inclination remains within the limits given in 5.1.3. 
Indications on the estimation of this error are given in 
annex A. 
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12.2.2.6 Error due to the head loss between 
total and static pressure tappings 

This error e$ increases with increasing spacing of pressure 
tappings and with the conduit roughness. It is always 
positive. Indications on the evaluation of this error are 
given in 1 1.4. 



12.3.2.2 Error due to numerical or arith- 
metical INTEGRATION TECHNIQUES 

The techniques given in clauses 9 and 10 either approximate 

the velocity distribution or assume a velocity distribution. 
For a given velocity distribution there is therefore a 
systematic error e-. introduced in the calculated flow rate. 



12.3 Errors in the estimation of flow rate 



12.3.1 Random errors 



12.3.1.1 Error 

measurements 



local velocity 



The errors in the local velocity measurements will not be 
truly random, as they will in part depend on the position 
of the measurement across the duct. However, the error 
on each measurement will be different, and the major 
contributions to each error will be random in nature, so 
that the overall error b vt contributed to the estimation 
of flow rate may be regarded as random. 

12.3.1.2 Error due to graph in graphical 
integration technique 

When the graphical integration technique is used, an error 
6, will be introduced in drawing the velocity profile and 
evaluating the area under the central portion of the graph; 
this is random in nature, and the magnitude will depend 
both on the operator and on the shape of the velocity 
distribution. 

12.3.1.3 Error due to evaluation of power 
law index, m 

If the power law index m is calculated by the graphical 
method given in annex F then the error S m from this 
source will be random in nature. 

12.3.1.4 Error due to positioning Pitottubes 

If the errors associated with the positioning of the Pitot 
tubes are independent of each other (i.e. no large common 
systematic error is present, see 3.4.1 ) then the overall effect 
will be to introduce a random error 6/ in the flow-rate 
estimation. However, provided the conditions of 3.4.1 are 
met, this error is negligible. 

1 2 3.2 Systema tic errors 

12.3.2.1 Error due to measurement of duct 
dimensions 

Although the area A of the plane of flow-rate measurement 
is evaluated from the mean of several measurements of the 
duct dimensions (see 3.2), a systematic error e A still 
remains in the calculated flow rate. 



12.3.2.3 Error due to number of measuring 

points 

If the velocity distribution curve is not perfectly smooth, 
the number of measuring points may not be sufficient to 
define it adequately, and systematic error e p will result. 

12.4 Definition of the standard deviation 1 > 

12.4.1 If a variable X is measured several times, each 
measurement being independent of the others, then the 
standard deviation a x of the distribution of n measure- 
ments, Xj, is : 

,1/2 

E (x-x,} 2 ' 

i = 1 



V 



n - 1 



where 



X is the arithmetical mean of the n measurements of 
the variable X; 

Xj is the value obtained by the /' th measurement of 
the variable X; 

n is the total number of measurements of X. 

For brevity. Ox is normally referred to as the standard 
deviation of X. 

12.4.2 If repeated measurements of a variable X are not 
available or are so few that direct computation of the 
standard deviation on a statistical basis is likely to be un- 
reliable and if the maximum range of the measurements 
may be estimated, the standard deviation may be taken as 
1/4 of -this maximum range (i.e. as 1/2 of the estimated 
uncertainty above or below the adopted value of X). 

124.3 If the various independent variables, the knowledge 
of which allows computation of the flow rate, areX v X 2 , 
..., X/(, then the flow rate q v may be expressed as a certain 
function of these variables : 

4 V =UX„X 2 X k ) 

If the standard deviations of the variables X v X 2 , ..., Xk 
are a 1f a 2 , ..., a k , then the standard deviation a Q of the 
flow rate is defined as : 






— a 2 ) +...+ 
3X, 



dX k ° k 



1/2 



where — , , .... are partial derivatives. 

9Xi 3X 2 3X^ 



1 ) The standard deviation as defined here is what is more accurately referred to as the "standard deviation estimation" by statisticians. 
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12.5 Definition of the tolerance 



12.5.1 For the purpose of this International Standard the 
tolerance in a measurement of a variable is defined as twice 
the standard deviation of the variable. The tolerance shall 
be calculated and quoted under this apellation whenever a 
measurement is claimed to be in conformity with this 
International Standard. 



12.5.2 When partial errors, the combination of which 
gives the tolerance, are independent of one another, are 
small and numerous, and have a Gaussian distribution, there 
is a probability of 0,95 that the true error is less than the 
tolerance. 



12.5.3 Having estimated the standard deviation a q of the 
flow-rate measurement q v , the tolerance 8 q is given by : 

8 a =±2a a 



The relative tolerance 6^ is defined by 



8n o„ 



The result of a flow measurement shall always be given in 
one of the following forms : 

a) flow rate = q v ± 5 Qv (at the 95 % confidence level); 

b) flow rate = q v (1 ± 5^ v ) (at the 95% confidence 
level); 

c) flow rate = q v within ± 100 5, v % (at the 95% 
confidence level). 



12.6 Calculation of standard deviation 



12.6.1 Standard deviation on local velocity measurement 

The standard deviation o„ associated with a measurement 
of local velocity v is obtained by combining the standard 
deviations of errors arising from the sources described in 
12.2. Although "systematic" errors have been distinguished 
from "random" errors, the probability distribution of the 
possible values of each systematic component is essentially 
Gaussian. The combination of the random and systematic 
errors may therefore be treated as though all were truly 
random, and the standard deviation for the systematic 
components can be obtained by calculating a value for 
their standard deviations in the manner described in 12.4.2. 
Thus the standard deviation of a particular systematic 
component is half of the plus or minus maximum 
uncertainty on that component. 



squares of the relative standard deviations arising from the 
sources listed in 12.2. Thus the result of the local velocity 
measurement is : 



»4K^)*-(tO' + K?)' + (70 ,+ 



1/2 



at a 95 % confidence level 
where 

a&p is the standard deviation arising from the error on 
differential pressure; 

o p is the standard deviation arising from the error on 
density; 

o f is the standard deviation arising from slow velocity 
fluctuations; 

o e is the standard deviation arising from compress- 
ibility; 

a c is the standard deviation arising from the Pitot tube 
calibration; 

o t is the standard deviation arising from high-frequency 
velocity fluctuations and turbulence; 

a g is the standard deviation arising from the velocity 
gradient; 

Of is the standard deviation arising from the inclination 
of the Pitot tube to the flow direction; 

o b is the standard deviation arising from the un- 
certainty in the correction for blockage; 

0£ is the standard deviation arising from head loss. 



12.6.2 Standard deviation on flow-rate measurement 

Once again the possible values of the systematic errors 
which are listed in 12.3.2 have a probability distribution 
which is essentially Gaussian, so that all errors may be 
treated as random for the purpose of estimating the 
standard deviation on the flow rate; the standard deviations 
on the systematic components are obtained in the same 
way as in 12.6.1. 



The relative standard deviation on the local velocity 
measurement is then the square root of the sum of the 



The relative standard deviation on the flow-rate measure- 
ment is then the square root of the sum of the squares of 
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the relative standard deviations arising from the sources 
in 12.3. Thus the result of the flow rate measurement is : 



2 
— ] + 



2 2 l 1/2 \ 

"♦©♦<*)] ) 

at the 95 % confidence level 
where 

o v is the standard deviation on local velocity measure- 
ments, calculated as described in 12.6.1; 



ffj is the standard deviation arising from the use of the 
integration technique; 



a m is the standard deviation associated with the 
estimation of the value of m; 



ai is the standard deviation arising from Pitot tube 
positioning; 



Oj\ is the standard deviation on the evaluation of the 
measuring cross-section area 1 '; 



cr p is the standard deviation arising from the number of 
velocity measuring points. 



1) It should be noted that the relative standard deviation in the evaluation of the measuring cross-section area is twice the relative standard 
deviation on the length measurements from which the area is calculated. 
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A.1 DIFFERENT TYPES 



ANNEX A 
PITOT TUBES 




■ Outer tube </> d 



8 holes of diameter 0,13 d, 
not to exceed 1 mm diameter, 
equally distributed and 
free from burrs 



FIGURE 8 -AMCA type 
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Head 




FIGURE 9 - NPL type with modified ellipsoidal nose 




FIGURE 10 - Profile definition of the ellipsoidal head 
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Nose profile : 

Two quarter-ellipses with major semi-axes 2d, minor semi-axes 0,5 (d~d t ), separated by distance d t . 

Diameter [d) : 

Must not exceed 15 mm. 

Total-pressure hole : 

Diameter d, within range 0,10 d<d, < 0,35 d 1 *. This diameter must not change within 1,5 d, from tip. 

Static-pressure holes : . 

Diameter d % must not exceed 1 mm; depth of hole not less than 0,5 d s ; number of holes not less than six;plane of holes at 
distance 8 d from tip of nose. 

Stem : 

Diameter constant and equal to d; junction curved with mean radius 3 d ± 0,5 d, or mitred; axis of stem to be nd from plane 
of static-pressure holes, where n > 8. 

Calibration factor (defined in 7.2) : 

Values within ± 0,002 given by table below. 



n 


8 


10 


12 


14 


16 


- 


Curved junction 


1,001 5 


1,001 5 


1,001 


1,001 


1,000 5 


0,998 


Mitred junction 


1,003 


1,002 


1,0015 


1,001 


1,000 5 


0.998 



A.2 SENSITIVITY OF PITOT TUBE TO INCLINATION 

When the axis of the head of a Pitot tube under use is not aligned with the mean flow direction but forms an angle tp with it, 
the differential pressure recorded, &p v , is different from the true differential pressure Ap„. 

However, some shapes of tip (and this is the case for the three types described here above) may reduce the value [Ap,. - Ap ) 

An — An 

within a wide range of values of angle <p. Figure 12 gives the values of for these three types of tubes. 

NOTE — The values given by the curves below depend slightly on the value of the Reynolds number of the flow related to the outer diameter d 
of the Pitot tube (fle<y). This variation, which arises from the response of the static pressure tap, is practically identical for the three Pitot tubes 
under consideration. 



1) The larger diameter holes are intended to be used with tubes of small diameter, to extend the lower velocity range without introducing 
viscous effects in the hole. 
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NOTE — Static pressure taps may be limited to those indicated on section A-A, in which case section A-A shall be placed at 6 d from the tub* 
tip. 



FIGURE 11 -CETIATtypa 



1 ) The radius is only useful when the Pitot tube is used in liquids in order to avoid cavitation (see 4.2). 
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-10 
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ANNEX B 

CORRECTION TO THE MEASURING POSITION OF PITOT TUBES 
USED IN A TRANSVERSE VELOCITY GRADIENT 



B.1 DETERMINATION OF THE DISPLACEMENT OF A MEASURING POINT 

Provided that the measuring position is hot too close to a wall, the magnitude of the displacement of streamlines due to the 
velocity gradient on the Pitot tube (see 1 1.2) is constant for a given tube, regardless of the magnitude of the velocity gradient; 
it is moreover proportional to the head diameter. Given that the magnitude of this displacement is not directly measurable, 
theoretical studies of the phenomenon of displacement have led to the conclusion that this displacement is proportional to 
the effective drag coefficient of the nose. 

As the measuring position approaches a wall, the magnitude of the displacement is progressively reduced, but not eliminated, 
as the result of an entirely different process caused by the proximity of the tubeio the wall. This proximity displacement is 
calculable and is also proportional to the diameter of the tube and the effective drag coefficient of the nose. 

The velocity gradient displacement therefore takes the form 

<A/, )/£/ = *, 

Where d is the head diameter and /r g is the constant depending on the nose shape. 

The wall proximity displacement is : 



A/2 
d 



<f) 



1- 



1 



f^mi 



Where a is a constant depending on the nose shape and y is the distance of the axis of the head from the wall. 

For the case of the plane-ended Pitot tube, experiments show that a/k g = 0,195. 

Because both effects depend on the effective drag coefficient of the nose, and because a is much smaller than k, the combined 
velocity gradient and wall proximity displacement of other tubes may also be written, with sufficient accuracy for the present 
purpose, in the form : 



Ay 

— - = /t a - 0,195*. 
d 9 9 



© 



1 - 



1 



fWW\ 



B.2 DETERMINATION OF THE OVERALL CORRECTION FOR FLOW RATE IN A CIRCULAR CONDUIT 

In the case of arithmetical methods, instead of applying a correction to the position of the measuring points, it can be enough 
to calculate an overall correction for the volume rate of flow taking account of the various displacements due to the velocity 
gradient and the wall proximity. From the total displacement of a particular measuring point calculated as mentioned above, 
assuming a velocity profile of the form : 



>«/ w 



the effect of the velocity gradient is expressed by a relative variation of the measured velocity in each measuring point : 
/ 

5 l^m.»l _ 1 (Ayld) (dID) 
l"/fm.x) m {y/D) 
The variation of the discharge velocity is the mean of individual variations in each prescribed measuring point : 

U \ J_ _cM ' Ay Id v 
m ~D i ^ yID v max 
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The discharge velocity is given by : 

U _ 1 y v 
"max ' 1 f max 

The relative variation of the measured flow rate is therefore : 

' Ay/d v 



Qv m D y * 



This expression was used to derive figure 7 (see 11.2.2). 
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ANNEX C 
STUDY CONCERNING TURBULENCE CORRECTION 



C.I INFLUENCE OF TURBULENCE ON THE TOTAL PRESSURE TAP 

C.1.1 Pressure probe insensitive to orientation 

If a pressure probe which is insensitive to orientation is placed in a turbulent flow, this probe will at all times receive the total 
pressure p tl given by : 

1 
Pxi-P\ + jPv? (see figure 13) 




FIGURE 13 



where 

p, is the instantaneous static pressure; 

v- t is the instantaneous velocity; 

i/ x , v' Y and v\ are the components of the velocity fluctuation; 

V is the mean velocity. 
This is not, however, the value which, in general, it is desired to obtain. 
If the damping achieved by the ducts and the pressure gauge is correct, ap t value is received, such that 

*' o 



with 



p. =p'+-p V* +~p (/2 + |/2 + v'2) 

1 o 2 v z 



... (a) 



where 



_ 1 
p = — 

t 



P, dr 



• o 



The correct determination of v, which is a necessary step in the rate of flow calculation, demands : 

a) knowledge of the mean pressure p at each measuring point; 

b) knowledge of the values v 2, v 2 and v 2, 

C.I 2 Pressure probe sensitive to orientation 

In the case where the total-pressure tapping nose is sensitive to orientation, flow turbulence introduces an error into the 
measurement read at the total-pressure tap even when the Pitot tube is parallel to the conduit axis. 
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C.2 INFLUENCE OF TURBULENCE ON THE STATIC-PRESSURE TAP 

The influence of turbulence in this case is a very much more complex problem. 
Up to now, it has always been assumed that there is a relationship in the form of : 

p^ = p+* t p {/?+/*) 
where 

p m - is the mean measured pressure; 

p is the mean actual pressure; 

k s is a factor of the order of 1/4. 
It has however been proved that in most cases we have a relationship in the form of : 

p- = p--k^7}+~?}) 



.<b) 



. . . (c) 



where k t is a factor of the order of 0,6 for a conventional cylindrical probe of diameter d, relatively small in comparison with 
a correlation length L characterizing the turbulent flow under study. This is nearly always the case for industrial types of 
flow. 

Combining equations (a) and (c) gives the following new equation : 

C.3 EVALUATION OF ERRORS FOR AN EXPLORATION WITH A PITOT TUBE 

Some evaluations of the errors have been made by using the values V v'f, V i/ 2 , v^' 2 , corresponding to steady flow in a 
long conduit. 

For this estimation, it has been erroneously assumed that one had the relation p m = p + k % p (v'z + v'*) with Ar s = 0,25, which 
minimizes the error on the determination of the mean local velocity. 

Some authors state for 

UD 
Re D = — =40 000 

v 

— - = 0,54 % (this positive error seems under-estimated for the reasons mentioned above). 

For the same Reynolds number, these authors computed the error resulting from the use of a Pitot tube situated at a distance 

D 
W n )Re = 40000 = 0,235— from the wall (three-quarter radius flow meter, the distance at which the measured velocity 



should be equal to the mean flow velocity), i.e. 



— = 0,50 % 
<7v 



As this result closely approximates the previous result relating to a more complete computation, these authors assume that 
the error thus calculated is characteristic for the entire range of Reynolds numbers under consideration; they provide the 
following table : 



Re 


4X10 4 


7 X10* 


10 s 


2X10 5 


5X10 5 


10 6 


3X10 6 


10? 


3X10 7 




0,005 


0,004 3 


0,004 


0,003 5 


0,002 9 


0,002 6 


0.002 2 


0,0018 


0,001 5 



These limits of error actually seems to be rather low in view of the accepted type of correction regarding static pressure 
probes, and values given in 1 1.3 seem more realistic. 
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ANNEX D 
DAMPING OF PRESSURE GAUGES 

It is often necessary, in order to facilitate reading the pressure gauge, that the differential pressure random fluctuations shall 
be damped without, however, concealing longer term fluctuations or falsifying the time average of the fluctuating pressure. 
The damping of the apparatus shall therefore be symmetrical and linear. When a sudden change in pressure is applied, the 
pressure indicator shall register 99 % of that change in not more than 60s. Damping shall not be used to conceal regular 
pulsations of the pressure which render the measurement beyond the scope of this International Standard. 



D.1 DAMPING PROCEDURE 

Damping of the apparatus shall be effected using a resistance which is linear (i.e. proportional to the velocity) and 
symmetrical. Thus every precaution shall be taken to avoid bending or pinching the rubber connecting pipes, and asymmetric 
nozzles, needle valves or gate valves, etc. must not be inserted between the Pitot tube and the pressure gauge. 

A capillary tube of adequate length (for example 1 mm in diameter and 100 mm in length if water is used as a manometric 
fluid) shall be incorporated preferably in otie of the manometer limbs (to ensure complete tightness of the connection) or in 
one of the leads close to the manometer and care shall be taken to avoid any sudden reduction or expansion of the 
connecting pipe which would involve an apprecaible head loss in comparison with the loss due to the capillary tube. 



D.2 BALANCING OF THE DAMPING 

When th; time constant of the pressure gauge is of the same order of magnitude as those of the two connecting circuits (from 
the static-pressure tapping to the pressure gauge on the one hand and from the total-pressure tapping to the pressure gauge on 
the other hand), it is necessary to balance the dampings of the two circuits and it may therefore be of interest to use the 
device described by Ower and Pankhurst in "The measurement of air flow" (Pergamon Press, 1966). 

When the time constant of the pressure gauge is sensibly higher than those of the two circuits, the damping balancing is not 
compulsory. 



D.3 CHECKING OF THE DAMPING 

To try to make sure that the pressure gauge resistance is linear (i.e. its operation then corresponds to a flow in the 
connections which is laminar), it can be checked that the observed fluctuations correspond (for sinusoidal pulses) to a 

maximum fictitious Reynolds number well under 2 000. This fictitious Reynolds number is equal to 

s t v 

where 

S is the surface area of- the meniscus; 

s is the minimum section of the capillary tube used to damp the pressure gauge; 

d is the diameter of the capillary tube; 

Ah rs the peak-to-peak magnitude of a fluctuation of the meniscus level; 

f is the period of this fluctuation; 

v is the kinematic viscosity of the fluid. 

In order to check the damping more rigorously, a controllable source of fluctuating pressure (which can cause a sinusoidal 
pressure difference of sufficient amplitude and of zero mean value) shall be used. The mean position of oscillation of the 
meniscus then corresponds to the rest position (in the absence of driving pressure) if the resistance is actually symmetrical 
and linear. 
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ANNEXE 
MEASUREMENTS WITH A PITOT TUBE IN A COMPRESSIBLE FLUID 



E.I GENERAL 

As pointed out in 7.1, the formulae for velocity calculation given in 7.2 are valid for a compressible fluid only if the velocity 
is rather low and more precisely if the Mach number is less than 0,25. 

When the speed of a fluid is great enough to cause compressibility to sensibly affect the total pressure indicated by the Pitot 
tube, the isentropic flow equations should be used. Pitot static tubes as described in this International Standard cannot 
generally be used at Mach numbers greater than about 0,8, and for best accuracies should be calibrated under the conditions 
in which they will be used. At Mach numbers between 0,9 and 1,0 most tubes of this type show an anomalous behaviour, so 
measurements cannot be made. In addition, these types of tubes are then more sensitive to misalignment with the flow 
direction so that it becomes more important that the swirl of the stream be minimized and that the transverse static pressure 
distribution be uniform to ensure axial flow. In supersonic flow these types of instruments should not be used to determine 
velocity. In this case, the pressure should be measured with a probe which indicates true local pressure, and the determination 
of the total pressure requires the use of the normal shock relationships to evaluate the measurements with the Pitot tube. 



E.2 LIST OF SUBSCRIPTS USED IN THIS ANNEX 

o stagnation conditions 

c at stream centreline 

w at the wall 

E.3 DETERMINATION OF VELOCITY CALCULATION 

In compressible flow, the relationship 



-<?r 



...d) 



does not apply without a compressibility correction factor. 



Assuming no losses, the true velocity of a stream of a compressible fluid in a uniform flow remote from a boundary surface is 
given by the expression : 



7 - 1 



27 P 
7-1 p 




(2) 



which may be written in the form 



2ApV /2 
v=a\ ) <l-e) 



or alternatively 



v = a ( 1 - e) 



2ApZRT \ 
pM J 



1/2 



(3a) 



(3b) 



in which (1 - e) is a compressibility -correction factor which can be evaluated using several equivalent expressions, as for 
example : 



(1 -ej 



^)tes 



•y_2 
7 



- 1 



(4a) 
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or approximated by trie series expressions, 

(1-e) 
or alternatively. 



27 \pj 67 2 W 24 7 3 \ Ay / 



1/2 



<1-e) 



4 24 



•w* ' 2 -™ 3 - 2 ^ 



192 



-1/2 



.(4b) 



. . . <4c) 



in which 



Ma : 



-2- f^ + iV 



1 



(5) 



To determine the velocity from equation (3b) Ap and p are measured directly and the remaining unknown is the local static 
temperature, T. The static temperature generally cannot be measured directly by any instrument introduced into the flow. 
The interaction of the flow with the probe causes some of the kinetic energy of the stream in the immediate vicinity of the 
probe to be converted into thermal energy; but special shielded stagnation thermometers are available which indicate T with 
only a small error. This can be corrected to true stagnation temperature by applying the predetermined calibration factor. 
Any other equilibrium temperature probe, calibrated to determine its recovery factor, could likewise be used to determine 
stagnation temperature; but since the recovery factor of any such instrument is a function of velocity, this can be done only 
by some iterative process. After the true stagnation temperature has been determined, the local static temperature 7"can be 
computed by the relationship 



T 7-1 
— = 1+- Ma 2 

T 2 



(6) 



To eliminate the difficult computations indicated by these expressions. Ma, TIT , and (1-e) are tabulated on page 36 with 
Ap/p as the argument and 7 as a parameter. 

For the best accuracy in determining velocity, the stream temperature should be determined at each measuring point, but if 
no heat transfer occurs, the temperature profile can be approximated with temperature measurements only at the conduit 
centreline and the wall. The following relationships would then apply : 



r-r r 



K(Ap c -Ap) 



in which 



K = 



T m Ap c 



...(7) 



...(8) 



E.4 OPERATING PROCEDURE 

To determine the velocity profile in a closed conduit with compressible flow, the following procedure shall be used : 
Measurements 

1 — Measure Ap at each measurement point. 

2 — Measure p at each measurement point. These measurements should be examined for abnormalities. The pressure at a 
given cross-section should be sensibly constant; any differences may indicate a possible swirling or other non-uniform flow 
condition so that measurements at this station become suspect. 

3 — Measure or determine stagnation temperature on the conduit centreline. 

4 — Measure or determine the interior conduit wall temperature. 
Computations 

1 — Compute Ap/p at each measuring point. 

2 — Determine Mach number at conduit centreline. 

3 — Determine free stream temperature at conduit centreline. 

4 — Measure or compute free stream temperature for each measuring point using equations (7) and (8). 

5 — Determine compressibility correction factors from table in each measuring point. 

6 — Compute velocity at each measurement point, using equation (3b). 
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ANNEX F 



DETERMINATION OF COEFFICIENT m FOR EXTRAPOLATION NEAR THE WALL 

F.1 METHOD OF DETERMINATION OF m 

To calculate the discharge velocity in the peripheral zone, coefficient m can be determined graphically ^rom the measured 
velocities and traverse positions, corrected for the displacement effect according to 1 1 .2.1 .1 . 



Plot in logarithmic co-ordinates the curve of the measured 
point velocities against the distance to the wall (figure 
opposite). In the zone near the wall, this curve is a straight 
line, the slope of which is equal to Mm. 



logo 




The two measuring points placed the nearest to the wail shall comply with the following requirements : 

- the first point shall be placed as close as possible to the wall, and in any case at a distance not greater than 0,03/ 
(/ being the smallest transverse dimension of the cross-section) taking account, however, of the minimum distance equal to 
the diameter of the stem, to be respected between the Pitot tube axis and the wall; 

— the second point shall be placed at a greater distance from the'wall than the previous one, this distance being, however, 
kept equal to or less than 0,08/. In any case the measured velocity at this point should be less than 0,7 times the 
maximum velocity in the section. 

F.2 INFLUENCE ON THE CALCULATION OF DISCHARGE VELOCITY 

Bad assessment of coefficient m leads to reversing of the tangent at the last measuring point, thus resulting in partial 
compensation of errors on flow rate on either side of this point. On the other hand, the error rapidly decreases with the 
relative importance of the peripheral zone (i.e. when the cross-section dimensions increase or the Pitot tube dimensions 
decrease). 

In so far as the two measuring points close to the wall allow determination of m, the error due to the selection of factor m is 
considerably reduced and considered as negligible. 
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ANNEX G 

EXAMPLE OF CALCULATION OF THE UNCERTAINTY ON THE FLOW-RATE 
MEASUREMENT BY MEANS OF PITOT TUBES 

The values of the errors shall be estimated by the user of this International Standard for each particular case. 

The calculation below is an example based on the estimations of the different errors made during a flow-rate measurement 
carried out under normal conditions. The values used are for the purposes of illustration only and shall not be regarded as 
typical. 

On the other hand, it is assumed in the calculation that the various corrections considered in clause 11 have not been made. 



G.I ERROR ON THE LOCAL VELOCITY MEASUREMENT 

— Standard deviation of error arising from measurement of differential pressure : for measurements made with a good in- 
dustrial quality apparatus it can be assumed for example that : 

— = 0,004 

Ap 



Standard deviation arising from the determination of density : 

P 



P = 0,002 



— Standard deviation of error arising from slow fluctuations of the velocity : if the amplitude of the fluctuations is 
a — 0,01 v x , it can be assumed that : 

Of 

— =0,001 
v 

— Standard deviation of error arising from compressibility correction : 

— =0,001 

V 



Standard deviation of error arising from calibration : 



— = 0,002 
v 



Standard deviation of error arising from high-frequency fluctuations and to turbulence : according to 11.3 it can be : 



°t 

— =0,005 
v 



- Standard deviation of error arising from gradient velocity : for a Pitot tube the diameter of which is equal to 1/50 of 
the conduit diameter, it can be, according to 1 1 .2 : 



— =0,001 5 
v 

— Standard deviation of error arising from blockage effect : in the same conditions and according to 11.1 : 

°b 

— = 0,002 5 
v 

— Standard deviation of error arising from Pitot tube inclination : for an orientation defect of 3° and according to 
clause A. 4, it could be : 

~ = 0,001 5 
v 



38 



IS 14973:2001 
ISO 3966 : 1977 



— Standard deviation of error arising from head loss : assuming always d/D = 0,02 and for X = 0,05, it can be 
approximately, according to 1 1.4 : 

°i 
— = 0,002 

The standard deviation on the local velocity measurement is therefore : 



W(H + (H 



+ 1 + 1 +4 + 25 + 2,25 + 6,25 + 2,25+(-x4)x10- 3 «0,007 



G.2 ERROR ON THE FLOW-RATE MEASUREMENT 

— Standard deviation of error on the measurement of local velocities from G.I : 

a v 

— - = 0,007 
v 

— Standard deviation of error arising from the integration technique : for the minimum authorized number of measuring 
points, it could not be greater than : 

— =0,001 

— Standard deviation of error arising from m estimation : 

= 0,000 5 

— Standard deviation of error arising from the Pitot tube positioning : if positioning tolerances given in 3.4.1 are 

followed, it can be assumed : 

= 0,000 5 

— Standard deviation of error on the area measurement : 

°A 

— = 0,002 
A 

— Standard deviation of error arising from an insufficient number of measuring points : if the flow conditions given in 
this International Standard are followed, it can be assumed : 

°p 

— =0,001 

<7v 
The standard deviation on the flow-rate measurement is therefore : 



-^- = V 49 + 1 + 0,25 + 0,25 + 4 + 1 x 1 0~ 3 * 0,007 4 
Qv 

and the rate of flow shall be determined with a tolerance, at the 95 % confidence level, 

£ 

5' =±2-2*. i.e. 5' *±1,5% 

The final value thus obtained confirms that provided the blockage effect correction has been applied, the tolerance ori a 
flow-rate measurement, carried out in accordance with this International Standard, is generally less than ± 2 %. 
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